1) CONTRACTOR TO PROVIDE HOT, COLD AND DI WATER WITH SHUT OFF 2" HOST THREAD.
2) OPTIONAL CONNECTION TO EXHAUST BY OTHERS.
3) FINAL ELECTRICAL INSPECTION BY OTHERS.

DRAIN LINES
Two 1" OD flexible drain hoses are provided for connection to min. 2-1/2" ID floor drain or 3 ft standpipe

All hoses are 5' long.
1/2" ID pressure hoses with 3/4" female hose thread

8 1/2\" X 11\" — 1\" = 1' - 0"

TOP VIEW

SIDE VIEW

FRONT VIEW

8 1/2\" X 11\" — 1/2\" = 1' - 0"